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A new technique employing conductive polymeric electrodes for the generation of linear
electric fields is proposed and validated. A hollow cylinder comprised of DuPont’s Vespel
SP-22, a polymer loaded with conductive carbon particles, is used to enhance the performance
of a hybrid reflectron compared to a conventional dual stage gridless reflectron composed of
discrete metal ring electrodes. Both devices have comparable physical dimensions and nearly
identical ion optical properties. Instrumental resolution measurements are used to validate this
novel design. (J Am Soc Mass Spectrom 2002, 13, 1170–1175) © 2002 American Society for
Mass Spectrometry
The control and use of charged particle beams is ofconsiderable interest to scientists in a wide rangeof fields. Chemists, physicists, and biologists
have all benefited from the use of these beams to probe
new materials, control the momentum of interacting
particles and analyze elements within complex mix-
tures [1, 2]. Imperative to all of these applications is the
manipulation of the momentum of charged particles via
precisely aligned electrical fields, which are generally
created from discrete electrode stacks. Typically, these
electrodes are produced from metallic materials, e.g.,
stainless steel. However, researchers have recently be-
gun to use novel, conductive materials to generate
electrostatic fields [3, 4]. One of the disciplines that has
made use of these new materials is mass spectrometry,
particularly time-of-flight mass spectrometry (TOF MS).
In general, TOF instruments utilize a series of metal
rings (electrodes) connected via bleeder networks of
resistors to approximate linear fields. Combinations of
these linear fields are then used to generate electrostatic
lenses as well as multiple stage ion sources and reflect-
ing devices (reflectrons). Recently, it has been proposed
to combine electrodes and resistors into a bulk conduc-
tive electrode. In the late 80’s, Gruen et al. filed a patent
for a new photo-ion spectrometer [3]. This instrument
utilized an electrostatic analyzer, which used a plate
composed of a resistive thick film deposited as paste on
an insulator surface. It was reported that screen-print-
ing BIROX (DuPont, Wilmington, DE), a resistive bis-
muth-ruthenium oxide compound, on top of a conduc-
tive paste allowed the generation of precise electrostatic
fields and was ideally suited to the creation of irregu-
larly shaped and non-linear potentials. Even and Dick
have introduced a similar treatment [4]. Here, an ion
source with three acceleration regions was fabricated
from Alumina ceramic tubes brush coated with a resis-
tive paste. Once coated, the cylinders were air fired to
create a vacuum compatible conductive surface. When
coupled to a 700 mm long flight tube, this linear
instrument provided a mass resolution of m/m 
1200 (FWHM).
In an effort to create increasingly compact TOF
instruments, our research group has focused on novel
approaches to instrument design and laser ionization
techniques [5–7]. With this in mind, we have initiated
research that is concerned with the production of “ide-
al” electrostatic fields. We have focused on the applica-
tion of novel non-metallic surface and volume conduc-
tive polymers for the generation of these fields. Unlike
the screen-printing and brush coating methods of con-
ductive electrode design, these conductive electrodes
are particularly attractive as the electric field strength
can be precisely tuned simply by machining. In this
paper, we report on the use of Vespel SP-22 (DuPont), a
polyimide loaded with carbon black, as a novel surface
conductive electrode for application with mass spectro-
metry. In order to test the viability of Vespel as a new
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material for generation of linear electric fields, we have
replaced the second stage of a commercial dual stage
gridless reflectron with a solid segment of Vespel SP-22.
We describe the results obtained with this hybrid re-
flectron with respect to effects on mass resolution of an
existing Bruker TOF1 mass spectrometer.
Experimental
Electrode Design
Conductive polymeric materials can be both intrinsi-
cally conducting, i.e., polymers that possess extended
conjugation and the resulting overlap of -electrons,
and intrinsically insulating, i.e., polymers that contain
immiscible conducting particles, for example metal
powder or graphite. Both types of materials have found
a variety of applications; these include packaging ma-
terials for devices sensitive to static electricity, corrosion
inhibitors and chemical and biological sensors [8, 9], as
well as self-lubricating bearings or ferrule material in
gas chromatography. We focus on the application of
polymer blends with conductive fillings as resistive ion
optical electrodes.
When selecting a polymeric bulk conductive elec-
trode material for ion optical purposes, it is imperative
that the polymer is stable in a high vacuum environ-
ment, i.e., does not outgas, is chemically inert, and
exhibits the required electrical properties. Upon inspec-
tion of the commercially available conductive polymer
blends, the DuPont line of Vespel polymers was chosen.
Due to their unique chemical and thermal properties,
these polyimide-based materials are especially well
suited for use in the high vacuum environment of mass
spectrometers [10]. A classical application of polyim-
ides is found in ion optical engineering as replacement
material for the comparably expensive ceramic spacers
used as insulators in electrode stacks [11].
Polyimides usually contain both electron donating
Figure 1. Schematic representation of the hybrid polymeric/stainless steel reflectron. The first stage
incorporates traditional stainless steel ring elements (black lines) coupled via resistors. The second
stage (dotted areas) is composed of a single hollow cylinder of Vespel SP-22. White areas indicate
electrically isolating material. Cf. Figure 2 for a description of the potentials applied.
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and withdrawing groups, facilitating the formation of
robust charge transfer complexes both within individ-
ual units of the polymer and between adjacent chains
[12]. As a result, they are exceptionally strong and
relatively non-porous, which limits chemical uptake
and minimizes the degree of outgassing [11, 13, 14].
DuPont’s Vespel polymers can be obtained with a
wide range of graphite filler loadings. During mixing,
the conductive characteristics of these polymers can be
mechanically adjusted through the choice and loading
of filler. Polymers with a large concentration of graphite
can be highly conductive [15]. Depending on the prox-
imity of the carbon particles on/in the insulative sub-
strate, electrons tunnel and/or hop from aggregate to
aggregate [16]. As the volume percent of carbon is
increased or decreased, the material will exhibit a
gradual change in resistivity [15]. When carbon powder
is used as the conductive filler, as is the case with
Vespel SP-22, machining exposes aggregates on the
surface and the current is preferentially carried along
the exterior of the electrode. In this case, the resistance
is not affected by the thickness of the bulk material.
Using a hollow cylinder comprised of Vespel SP-22
(40% by weight graphite), we replaced the resistive
network of stainless steel electrodes from the second
stage of a commercial Bruker (Bremen, Germany) TOF1
gridless dual stage reflectron. Overall, 12 resistively
coupled stainless steel electrodes were exchanged for a
134 mm hollow cylinder of Vespel. Due to size con-
straints associated with the original segment of polyim-
ide obtained from DuPont, the Bruker reflectron is
replaced by a scaled down version of the original. Using
the ion trajectory simulation program package SIMION
7.0 [17], it is determined that this reduction in size
should have negligible impact on the mass resolution of
spectra obtained with the size-altered instrument. A
schematic representation of the hybrid reflectron can be
seen in Figure 1.
The minimum resistance of the polymeric cylinder is
limited by heating effects and the rating of the supply
needed to deliver the current required to maintain the
potential across the reflectron. Heating is a concern as
elevated temperatures can influence the conductivity of
the polymer material [16]. The maximum rating of the
power supply providing the voltage to the reflectron is
15 mA at 1000 V, limiting the minimum resistance to
Figure 2. Diagram of the pulsing electronics driving the polymeric reflectron. The voltage difference
across the volume conductive electrode was maintained at 0 volts and pulsed to V3 for 1 ms centered
around each laser shot (see inset).
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70 k. In order to significantly reduce the average
power requirement, in particular with respect to future
applications in miniaturized TOF analyzers, the volt-
age across the reflectron was switched from zero to
high potential with a duty cycle of 1:100. The present
mass spectrometer is used in conjunction with a
pulsed laser ionization source that operates at a
repetition rate of 10 Hz. The maximum transit time of
ions with a mass m 1200 Da from the ionization
region to the detector is 250 s. Switching the
reflectron on for 1 ms centered on each laser shot
allows ample time to stabilize the voltages. With this
approach we are able to use a polymer cylinder
machined to a length of 134 mm and a diameter of 125
mm. The wall thickness is 10 mm.
In Figure 2, the driving electronics of the switched
hybrid reflectron system is depicted. The voltages V1
and V2 are provided by two independent power sup-
plies, which are part of the original electronics of the
Bruker TOF1 system and a SRS PS325, respectively. The
reflectron voltage V3 is supplied by a Bertan (Hicksville,
NY) 230-01F floating power supply. The current to the
reflectron is switched by a IRFBG 20 MosFet, which is
essentially a resistor with infinite resistance when off
and 10  when on. The electronic circuit is floated to
the end voltage of the reflectron. The circuit is triggered
by a TTL pulse, which is galvanically decoupled from
the high voltage circuit via an opto-coupler. The trigger
fires a 1 ms monostable multivibrator and its output
pulse is further amplified to drive the MosFet. The
voltage V2 is stabilized using a capacitor, C  22 F,
minimizing interferences from the pulsed reflectron
current. The voltage across the reflectron is stabilized
within the pulse to 0.1% with a 330 F capacitor.
Experimental Conditions
Laser ionization experiments were performed using a
Bruker TOF1 time of flight mass spectrometer fitted
with a home-built differential pumping stage and
pulsed sample inlet system, as shown in Figure 3.
Details on this set-up are given elsewhere [7]. In all
experiments, fixed frequency radiation (  266 nm,
SureLite I Nd:YAG [Continuum, Santa Clara, CA]) was
used for non-resonant and near-resonant 2-photon ion-
ization of NO and benzene, respectively. Ions were
detected using two cascaded multichannel plates and
fast data acquisition electronics (Bruker B500 digitizer/
Motorola [Tempe, AZ] MVME 68060 based VME bus
computer combination).
The carrier and dilution gases helium 5.0 and ultra
pure synthetic air were obtained from Oxygen Ser-
vice Co. (St. Paul, MN) and used without further
purification. Premixed NO/air gas (1%) and pure NO
were obtained from Air Gas (Radnor, PA) and used
directly. Benzene (Aldrich [St. Louis, MO] 99 vol %)
was purified in several pump-freeze-degassing cy-
cles. The vapor was diluted with He. The analyte
Figure 3. Schematic illustration of the experimental set-up. The Bruker TOF1 is shown with a home
built differential pumping stage and hybrid polymeric/stainless steel reflectron. Photoionization
occurs roughly 5 cm downstream of the pulsed valve. FHG  fourth harmonic generator; IS  ion
source; IO  ion optics; PV  pulsed valve.
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gases were diluted using MKS mass flow controllers
and a down-stream pressure regulator, as described
in detail in [6].
Results
A series of experiments were performed with NO and
benzene to compare the resolution of a gridless dual
stage hybrid reflectron comprised of a Vespel SP-22
second stage and a classical stainless steel ring first
stage with an all stainless steel reflectron. Figure 4
presents mass spectra of NO and benzene obtained with
the classical assembly (Figure a and b), and the hybrid
reflectron (Figure c and d). All spectra are the sum of
100 laser shots. For benzene, the parent ion and its
surrounding fragments are shown while only mass 30 is
shown for NO. Due to the smaller aperture used in the
hybrid reflectron, higher voltages were required as
compared to the classical assembly. This results in
shorter flight times but does not adversely affect the
resolution attained. When incorporating the classical
reflectron, the mass resolution, expressed as R  t/2t,
calculated by measuring the full width at half the peak
maximum (FWHM), is 900 for nitric oxide and 1200 for
the parent ion of benzene. The mass resolution achieved
using the conductive polymer electrode is 1200 for nitric
oxide and 1500 for the parent ion of benzene. Although
little qualitative information can be gained from these
resolution measurements, it is clearly evident that a
reflectron partially composed of a carbon-filled polyim-
ide electrode has at least equivalent resolving powers to
one composed solely of discrete metallic electrodes. It is
pointed out that the switching cycles do not lead to any
noticeable artifacts from electronic noise in the recorded
mass spectra.
Conclusions
The application of carbon-filled polyimides, in particu-
lar DuPont’s Vespel SP-22, as novel conductive elec-
trodes for use in ion optical devices and specifically in
time–of–flight mass spectrometry has been presented.
Preliminary results comparing resolution data indicate
that these electrode performs at least as well as the
traditional resistively coupled stacked electrode ap-
proach to reflectron design. However, due to the uni-
form nature of the electric field produced with this type
of electrode [15], we believe that a reflectron composed
entirely of conductive polymeric elements sandwiched
between metallic electrodes would be superior to a
discrete metal electrode stack design.
Ongoing research with graphite fiber filled polyim-
ide (DuPont) and polyetheretherketone (RTP) has en-
abled the construction of volume conductive electrodes.
Figure 4. Comparison of resolution measurements obtained with the all stainless steel reflectron (a),
(b), and the hybrid polymeric/stainless steel reflectron (c), (d). Mass spectra of benzene presented in
plots (b) and (d) show parent ion resolutions of t/2t  1200 and 1500, respectively. Mass spectra of
NO are presented in plots (a) and (c) and show resolutions of t/2t  900 and 1200, respectively.
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The inside and outside dimensions of these electrodes
can be machined to obtain either a linear or a non-linear
electrical field. The use of volume conductive electrodes
in all facets of charged particle optics, including lenses,
ion sources, and reflectrons, is currently being explored.
Particularly intriguing is the generation of “ideal”
methods for ion energy focusing. Here, an ion source
and/or reflectron is constructed so that the voltage at
any point x approximates Vx  ax
2, producing a field in
which the time of flight of an ion is dependent only
upon the square root of the mass and therefore inde-
pendent of kinetic energy [18].
Another application of carbon filled conductive elec-
trodes is in coaxial multi-pass TOF MS designs. In these
instruments, a high mass resolution can be obtained by
pulsing the potential over an assembly of electrodes
connected through a bleeder network [19, 20]. How-
ever, electric ringing effects limit the minimum rise or
fall time of such a network. One approach to circum-
vent this oscillatory behavior is to replace the resistive
bleeder network with a matched RC network. Critically
damped ringing-free networks with a response time of
50 ns have been reported [20]. When replacing the stack
of discrete electrodes with a single bulk electrode,
ringing effects are expected to be much less prominent.
Response times of these materials well below 1 ns have
been documented [15]. However, due to the specifica-
tions of commercially available high voltage switching
components, the minimum expected rise/fall times of
instruments made with these polymeric electrodes is
limited to 5 ns. Rise/fall times on this time scale have
been observed in our laboratory and will be presented
in an upcoming publication.
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